
Page 1 of 1

[Ungated] FS

C
o
u
n
t

0

50

100

FS

0 200 400 600 800 1000

FCred

FCviolet

FCblue@2.0

Gate X-AMean HP X-CV

All 495.80 1.87
FCblue@2.0 755.71 0.84
FCred 247.03 1.20

FCviolet 90.17 1.87

[FCblue@2.0] FL1

C
o
u
n
t

0

50

100

FL1

0 500 1000

FL1@2.0

Gate X-AMean HP X-CV

All 496.58 0.94

FL1@2.0 496.58 0.94

[FCblue@2.0] FL2

C
o
u
n
t

0

80

FL2

0 500 1000

FL2@2.0

Gate X-AMean HP X-CV

All 485.41 1.14

FL2@2.0 485.41 1.14
[FCblue@2.0] FL3

C
o
u
n
t

0

50

100

FL3

0 500 1000

FL3@2.0

Gate X-AMean HP X-CV

All 489.30 0.96

FL3@2.0 489.30 0.96

[FCblue@2.0] FL4

C
o
u
n
t

0

50

100

FL4

0 500 1000

FL4@2.0

Gate X-AMean HP X-CV

All 484.74 1.05

FL4@2.0 484.74 1.05

[FCblue@2.0] FL5

C
o
u
n
t

0

50

100

FL5

0 500 1000

FL5@2.5

Gate X-AMean HP X-CV

All 469.20 1.18

FL5@2.5 469.20 1.18
[FCred] FL6

C
o
u
n
t

0

20

40

FL6

0 500 1000

FL6@3.0

Gate X-AMean HP X-CV

All 493.94 1.03

FL6@3.0 496.43 1.03

[FCred] FL7

C
o
u
n
t

0

30

FL7

0 500 1000

FL7@3.0

Gate X-AMean HP X-CV

All 483.73 0.79

FL7@3.0 486.30 0.79

[FCred] FL8

C
o
u
n
t

0

30

FL8

0 500 1000

FL8@3.0

Gate X-AMean HP X-CV

All 498.32 1.29

FL8@3.0 500.84 1.29
[FCviolet] FL9

C
o
u
n
t

0

10

20

FL9

0 500 1000

FL9@4.0

Gate X-AMean HP X-CV

All 481.67 0.86

FL9@4.0 492.18 0.86

[FCviolet] FL10

C
o
u
n
t

0

30

FL10

0 500 1000

FL10@4.0

Gate X-AMean HP X-CV

All 485.04 0.95

FL10@4.0 495.16 0.95


